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The substantiation of the quality control method 
for determining the radionuclide purity and the total 
radioactivity of radiopharmaceuticals

The quality control in the manufacture of radiopharmaceuticals has a prominent role in providing the supply of 
high-quality drugs for the diagnosis and treatment of patients with cancer. It has been determined that the permission 
to use radiopharmaceuticals directly depends on the results of the analytical control.

Aim. To reduce the time for the quality control of radiopharmaceuticals, resulting in both the radiochemical yield of 
the product and its specific activity. This is an important parameter in conducting diagnostic or therapeutic procedures.

Materials and methods. To optimize the process of the quality control for radiopharmaceuticals we propose to 
replace the following laboratory equipment: a Moleculer Mol gamma spectrometer, which monitors the radionuclide 
purity of radiopharmaceuticals (gamma-ray energy measurement) and a BIODEX ATOMLAB 500 preloaded device 
(measurement of the total radioactivity of a drug) to a radionuclide calibrator for nuclear medicine developed by do-
mestic scientists of the Institute of Scintillation Materials and made at the “Kvant” X-ray equipment plant in Kharkiv.

Results and discussion. It has been proven that the use of calibrator radiopharmaceuticals for nuclear medicine 
should be applied as the quality control. It has been substantiated that the calibrator of doses for nuclear medicine 
performs two functions simultaneously.

Conclusions. The method of optimization of the quality control of radiopharmaceuticals using the device – a ra-
dionuclide calibrator for nuclear medicine allows us to simultaneously obtain the results of the analysis by such indica-
tors as “radionuclide purity” and “radioactivity”.
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Обґрунтування методу контролю якості для визначення радіонуклідної чистоти 
та загальної радіоактивності радіофармацевтичних препаратів
Контроль якості у виробництві радіофармацевтичних препаратів відіграє важливу роль у забезпеченні поста-

чання високоякісних препаратів для діагностики та лікування хворих на рак. Дозвіл на використання радіофар-
мацевтичних препаратів безпосередньо залежить від результатів аналітичного контролю.

Мета роботи – скорочення часу для контролю якості радіофармацевтичних препаратів, що дозволить збіль-
шити як радіохімічний вихід продукту, так і його специфічну активність, що є важливим параметром при про-
веденні діагностичних або терапевтичних процедур.

Матеріали та методи. Для оптимізації процесу контролю якості радіофармацевтичних препаратів пропону-
ється замінити лабораторне обладнання: гамма-спектрометр Moleculer Mol, який застосовується для визначен-
ня радіонуклідної чистоти радіофармпрепаратів (вимірювання гамма-енергії) і BIODEX ATOMLAB 500 (вимірю-
вання загальної радіоактивності препарату), на радіонуклідний калібратор для ядерної медицини, розроблений 
вітчизняними вченими інституту сцинтиляційних матеріалів та виготовлений на заводі рентгенівського облад-
нання «Квант» м. Харків.

Результати та їх обговорення. Доведено, що використання радіоактивних медичних препаратів калібра-
тора для ядерної медицини має бути залучене як перевірка якості. Обгрунтовано, що калібратор доз для ядер-
ної медицини виконує дві функції одночасно.

Висновки. Оптимізація здійснення контролю якості радіофармацевтичних препаратів за допомогою при-
ладу – радіонуклідного калібратора для ядерної медицини дає змогу одночасно отримувати результати аналізу 
за показниками: «радіонуклідна чистота » і «загальна радіоактивність».

Ключові слова: контроль якості; радіофармацевтичні препарати; радіонуклідний калібратор для 
ядерної медицини; радіонуклідна чистота; загальна радіоактивність
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Обоснование метода контроля качества для определения радионуклидной 
чистоты и общей радиоактивности радиофармацевтических препаратов
Контроль качества в производстве радиофармацевтических препаратов играет важную роль в обеспече-

нии поставок высококачественных препаратов для диагностики и лечения онкологических заболеваний. Опре-
делено, что разрешение на использование радиофармацевтических препаратов напрямую зависит от резуль-
татов аналитического контроля.

Цель работы – сокращение времени для проведения контроля качества радиофармацевтических пре-
паратов, в следствие чего, увеличится как радиохимический выход продукта, так и его специфическая актив-
ность, что является важным параметром при проведении диагностических или терапевтических процедур.

Материалы и методы. Для оптимизации процесса контроля качества радиофармацевтических препара-
тов предлагается заменить лабораторное оборудование: гамма-спектрометр Moleculer Mol, применяемый для 
определения радионуклидной чистоты радиофармпрепаратов (измерение гамма-энергии) и BIODEX ATOMLAB 
500 (измерение общей радиоактивности препарата), на радионуклидный калибратор для ядерной медицины, 
разработанный отечественными учеными института сцинтилляционных материалов и изготовленный на заво-
де рентгеновского оборудования «Квант», г. Харьков.

Результаты и их обсуждение. Доказано, что использование радиоактивных медицинских препаратов ка-
либратора для ядерной медицины должно быть использовано как проверка качества. Обосновано, что калибра-
тор доз для ядерной медицины выполняет две функции одновременно.

Выводы. Оптимизация контроля качества радиофармацевтических препаратов с использованием прибора 
радионуклидного калибратора для ядерной медицины позволяет одновременно получать результаты анализа 
по показателям: «радионуклидная чистота» и «общая радиоактивность».

Ключевые слова: контроль качества; радиофармацевтические препараты; радионуклидный 
калибратор для ядерной медицины; радионуклидная чистота; общая радиоактивность

Introduction. The quality control in the manufac-
ture of radiopharmaceuticals plays an important role in 
providing the supply of high-quality drugs for the diag-
nosis and treatment of patients with cancer. The permis-
sion to use radiopharmaceuticals directly depends on the re 
sults of the analytical control [1].

The aim of the work is to reduce the time for the 
quality control of radiopharmaceuticals, resulting in both 
the radiochemical yield of the product and its specific 
activity. This is an important parameter in conducting 
diagnostic or therapeutic procedures.

Materials and methods. To optimize the process 
of the quality control for radiopharmaceuticals we pro-
pose to replace the following laboratory equipment: a 
Moleculer Mol gamma spectrometer, which monitors  
the radionuclide purity of radiopharmaceuticals (gamma- 
ray energy measurement) and a BIODEX ATOMLAB 
500 preloaded device (measurement of the total radio-
activity of a drug) to a radionuclide calibrator for nuclear   
medicine developed by domestic scientists of the Insti-
tute of Scintillation Materials and made at the “Kvant” 
X-ray equipment plant in Kharkiv [2].

Results and discussion. Taking into account that 
the majority of radiopharmaceuticals have a short shelf 
life it is necessary to solve a difficult task – to optimize 
the quality control process.

Reducing the time for the quality control will in-
crease both the radiochemical yield of the product and 
its specific activity, which is an important parameter for 
conducting diagnostic or therapeutic procedures with 
the use of radiopharmaceuticals.

The radionuclide calibrator proposed for nuclear me- 
dicine has smaller dimensions and weight compared to its 

analogs, and determines the total radioactivity of radio-
nuclide and the radionuclide purity simultaneously [3, 4].

The radionuclide calibrator has the software that 
allows obtaining spectra, visualization of the radionuc 
lide activity in the sample, as well as information con-
cerning the presence of impurities. In addition, there is 
a function of printing information on paper carriers.

This equipment was used in the studies conducted 
in the conditions of real measurements of radioactivity 
and the radionuclide purity of perutecnetate eluate 99 m 
(99Tc) obtained from a centralized extraction generator 
on the experimental nuclear reactor of the Institute of 
Nuclear Research of the NAS of Ukraine (Fig. 1, 2).

The gamma spectra of radiopharmaceuticals were 
measured on the basis of Fludeoxyglucose 18F, solu-
tion for injections (FDG) and determination of the drug 
activity [5, 6].

The research was carried out in three batches of FDG 
of various activities: 20181228/184, 20181228/185 and 

Fig. 1. The gamma spectrum of the sample 99Mo + 99Tc
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20181229/186. The half-life was 2 h; the probability of 
decay via the channel was 96 %. To determine the radio-
activity of radiopharmaceuticals, the geometry of the data 
was used, the recording efficiency, and the photopic area 
(511 keV) were used. From these data, the calculation 
of radioactivity was performed according to the formula:
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where: A – is the activity (Bq); S0 – is the square un-
der the peak; ε – is the efficiency of recording gamma 
quanta with an energy of 511 keV; Ω – is the solid angle 
(determined by the geometry of measurement); w – is 
the quantum yield (takes into account that 2 decomposi-
tion gamma rays appear per 1 decay act); k – is the coef-
ficient that takes into account the probability of decay 
via the required channel (EC – 0.96); c – is the coef-
ficient that takes into account the attenuation due to pro- 
tection; t – is the measurement time (for all batches – 
300 sec.).

The gamma-spectra and the results of the activity 
determination are shown in Fig. 3.

Using the radionuclide calibrator for nuclear medicine 
the results of the FDG quality control have been obtained: 
the gamma radiation spectrum corresponds to 511 keV in 
all batches studied. The total radioactivity of the sample 
batches: for 20181228/184 is 106 MBq, for 20181228/185 
is 135 MBq and for 20181229/186 is 190 MBq. 

Conclusions and prospects of further research
1. A calibrator of doses for nuclear medicine per-

forms two functions simultaneously: it measures the to-
tal radioactivity and determines the radionuclide purity 
of a solution; it reduces the time for the quality control 
of radiopharmaceuticals.

2. This device is of domestic production; it is cheaper 
and easier to use than foreign analogs.

3. The optimization of the method of conducting 
the quality control of radiopharmaceuticals has been imp- 
lemented at the All-Ukrainian Center for Radiation Sur-
gery in the Clinical Hospital “Feofaniya” of the State 
Department of Affairs in accordance with the GMP re-
quirements.
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Fig. 2. The gamma spectrum of the sample 99Tc Fig. 3. The gamma spectra of three batches of FDG
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